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Ionic liquid matrices (ILMs) were tested as MALDI matrices for quantification of oligode-
oxynucleotides (ODNs), peptides, and small proteins. Good calibrations with high linearity
and reproducibility were achieved over a broad concentration range for all the tested ILMs in
spite of their different physical states. However, the standard deviation is higher for ILMs that
are solid with visible crystals. The experimental results indicate various ILMs have different
sensitivity owing to changes in their cation components. More importantly, we found that the
slopes of the calibration curves correlate with the inverse of the peptide molecular weights,
presenting an opportunity to predict a priori, the relative sensitivities (slopes of calibration
plots) for various analytes that have similar hydrophobicites. (J Am Soc Mass Spectrom 2004,
15, 1833–1837) © 2004 American Society for Mass SpectrometryRoom-temperature ionic liquids (RTILS) are saltswith melting points at or below room tempera-ture. Typically, an RTIL consists of a nitrogen or
phosphorus-containing organic cation and a large or-
ganic or inorganic anion [1]. They have been used as
novel solvent systems in organic chemistry, for liquid–
liquid extraction, as a solvent in electrochemistry, and
as a new class of stationary phases for gas chromatog-
raphy [2, 3].
Our laboratory, in collaboration with that of
Armstrong, introduced a class of specially designed
RTILs that are capable of absorbing laser light and
transferring protons to the analyte as matrices for
MALDI mass spectrometry [4]. We define them as class
II RTILs to differentiate them from class I RTILs (i.e.,
those that are not suitable as MALDI matrices). Class II
RTILs have as the anion the conjugate base of classical
solid matrices and, therefore, are chromophores. They
also have higher hydrogen bond acidity [5]. We now
name the class II RTILs as “ionic liquid matrices”
(ILMs) to distinguish them from other classes of RTILs
that are not suitable for MALDI.
With Armstrong [4], we reported the synthesis of 20
different ILMs as nonvolatile amine salts of -cyano-4-
hydroxycinnamic acids (CHCA) and sinapinic acids
(SA). These ILMs proved to be useful for the analysis of
peptides, proteins and synthetic polymers. Their suc-
cess derives from their high solubilizing power, low
vapor pressure, broad liquid range (remain liquid to
200 °C and higher), good spot homogeneity, and con-
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sical solid matrices. Their properties minimize search-
ing for a “sweet spot.”
Armstrong and coworkers [6] extended the use of
ILMs by documenting the advantages of organic salts of
3-hydroxypicolinic acids (3-HPA) and 2,5-dihydroxy
benzoic acids (2,5-DHB) as matrices for oligode-
oxynucleotides (ODNs). Stahl and coworkers [7] more
recently conducted a thorough evaluation of the ILMs
butylammonium 2,5-dihydroxybenzoate (DHBB), bu-
tylammonium -cyano-4-hydroxycinnamate (CHCAB),
and triethylammonium sinapinate (SinTri). They dem-
onstrated improved reproducibility from 90 different
measurements for sample preparations involving
DHBB and 2,5-DHB, CHCAB and CHCA. They also
found that the ILM, DHBB, has the same broad appli-
cability as solid DHB for oligosaccharides, glycoconju-
gates, peptides, proteins, and synthetic polymers.
Other advantages of ILMs are lower MALDI-
induced fragmentation and their ability to serve
as both the reaction cosolvent and the MALDI matrix
for conducting submicroliter enzymatic reactions [7].
The sensitivity of MALDI with ILMs, however, varies
on a case-by-case basis. Armstrong et al. [4] reported
certain ILMs (i.e., anilinium -cyano-4-hydroxycin-
namate, N,N-diethyl benzenaminium -cyano-4-hy-
droxycinnamate) outperformed solid matrices and
gave better detection limits for bradykinin. Gross and
Li [8] reported improved detection limit (one order of
magnitude) for phospholipids by using certain kinds
of ILMs (e.g., anilinium -cyano-4-hydroxycin-
namate); while Stahl and coworkers [7] demonstrated
that low to mid picomole detection limits can be
achieved for peptides and oligosaccharides when
using the ILMs, CHCAB and DHBB. This detection
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with their solid analogs. The detection limit appears
to depend both on the nature of the analyte and the
ILM because certain ILMs interact differently with
various analytes. Nevertheless, even for the ILMs that
gave poorer detection limits, the problem can be
partly compensated by using “in-matrix” preconcen-
tration or a smaller matrix droplet [9] (e.g., m-sized
sample spots [10]).
An important issue for MALDI is the ability to
quantify over a wide range of concentration with pre-
dictable response for various analytes. Poor shot-to-shot
reproducibility, stemming from variability in the distri-
bution and surface of the matrix [11], limits the appli-
cation of solid-matrix MALDI in quantification. Never-
theless, with carefully designed sample preparation
methods (e.g., employing a thin-layer matrix [12] or
using a matrix/comatrix to increase sample spot homo-
geneity [13]), some groups have achieved satisfactory
quantitative results for ODNs over a dynamic range of
at least one order of magnitude. Other sample prepara-
tions aimed at providing more homogeneous crystalli-
zation between analyte and matrix include “seed-layer”
[14–16], two-layer (underlayer/overlayer) [17, 18], fast
evaporation of matrix solvent to produce a thin-layer
matrix film [19], and electrospray deposition of the
matrix/sample [20]. Although improvements in quan-
tification were achieved [12, 13], these sample prepara-
tion methods were strongly dependent on the nature of
the sample and the expertise of the spectrometrist.
Further improvements are clearly needed.
One obvious means of improving homogeneity is to
use liquid matrices (e.g., glycerol) but unfortunately
they do not have strong absorbance in the UV, making
them not useful for commonly practiced UV MALDI. It
is possible to circumvent this problem by “doping” the
transparent matrix with materials that have strong UV
absorbance; example dopants are ultrafine cobalt pow-
der [21], suspended carbon particles [22], or solid ma-
trices that are combined with a solubilizing reagent to
improve miscibility [9]. ILMs are another example of
the strategy to use liquid matrices. The first attempt to
evaluate quantification with ILMs was by Tholey and
coworkers [23], who reported quantification of a low-
molecular-weight compound (i.e., glutamine) by using
an isotopically labeled internal standard. They obtained
improved calibration, lower standard deviations, lower
number of values to be rejected as outliers, and short-
ened measurement time compared to the use of the
corresponding solid matrix. Our focus with the ILMs is
to extend the quantification to a wider range of analyte
types, including substances important in biology.
Experimental
Materials
-Cyano-4-hydroxycinnamic acid (CHCA), 1-methy-
limidazole, aniline, pyridine, N,N-diethylamine, tri-ethylamine, tripropylamine, tributylamine, and trif-
luoroacetic acid (TFA) were purchased from Aldrich
(Milwaukee, WI). Bradykinin, Tyr-bradykinin, sub-
stance P, melittin, and bovine insulin were obtained
from Sigma (St. Louis, MO). Oligonucleotides 5=-
d(CTTTCCTC) and 5=-d(TCTTCCCTT) were synthe-
sized by Integrated DNA Technologies (Coralville,
IA). HPLC grade organic solvents were obtained
from Fisher (St. Louis, MO). All chemicals were of the
highest available purity grade and were used without
further purification.
RTILs of CHCA were prepared as previously re-
ported [4].
Sample Preparation for MALDI-TOF MS Analysis
All ionic liquids were dissolved in a mixture of aceto-
nitrile/water (2:1, vol/vol, 0.1% TFA) at a concentration
of 0.5 M. If the required amount exceeded the solubility
of the RTIL, a saturated solution was used. Oligonucle-
otides 5=-d(CTTTCCTC) (MW  2310.4), bradykinin
(MW  1059.6), melittin (MW  2844.8), and bovine
insulin (MW  5729.6) were chosen as test analytes
while 5=-d(TCTTCCCTT) (MW  2614.5), Tyr-bradyki-
nin (MW  1222.6), and substance P (MW  1346.7)
were chosen to be the internal standards. They were
dissolved in deionized water and diluted to 40; 80; 120;
160; 200; 400 M from a 1000-M stock solution; the
40-M solution was further diluted to 4; 8; 16; 24; 32 M
solutions. The internal standards (5=-d(TCTTCCCTT),
Tyr-bradykinin, and substance P) were kept at a con-
centration of 40 M. A 10-L aliquot of the analyte and
internal standard mixture solution was mixed with the
same volume of the ILM solution to give a final spotting
solution for which the final concentration of the analyte
was in the range of 1.0 to 100 M.
For each solution of analyte/internal standard, three
sample spots were prepared by loading 1 L of the
sample/matrix solution on the MALDI plate. For one
spot, 100 laser shots were taken from a randomly
chosen position, and this procedure was repeated for
the other two sample spots. All spectra were smoothed
(by using “noise filter”) and base line corrected with the
Data Explorer software. The peak-height ratios of the
analyte relative to those of the internal standard were
calculated and averaged from the three measurements
at each concentration.
Instrumentation
A Voyager DE-RP mass spectrometer (PerSeptive Bio-
systems, Framingham, MA) equipped with a nitrogen
laser (337-nm, 3-ns pulse) was operated in the linear
positive-ion mode. The irradiance of the laser was
adjusted to achieve optimum signal-to-noise ratio and
minimum MALDI-induced fragmentation of analyte
molecules. The acceleration voltage was 20 kV, grid
voltage was 95%, guide-wire voltage was 0.1% of the
accelerating voltage, and the delay time was 200 ns.
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Oligodeoxynucleotides (ODNs)
We chose ODNs as our first test analytes to evaluate
quantification with ILMs compared with a multicom-
ponent matrix system that was previously used [13]. An
appropriate internal standard for MALDI quantification
should possess physical and chemical properties that
are common with those of the analytes [24, 25]. Previous
research indicates that an ODN that has a similar
sequence to that of the analyte is a good internal
standard when solid-state matrices are used [12, 13, 26].
We chose 5=-d(TCTTCCCTT) as the internal standard to
quantify 5=-d(CTTTCCTC) and evaluated the ILMs,
1-methyl imidazolium -cyano-4-hydroxy cinnamate
(1-MeIm-CHCA), which is liquid at room temperature,
diethyl ammonium -cyano-4-hydroxy cinnamate (Die-
CHCA), and pyridinium -cyano-4-hydroxy cinnamate
(Py-CHCA), which are solids at room temperature. (For
more information about the physical states of ILMs,
refer to Table 2 in Reference [4]). 1-MeIm-CHCA, which
stayed liquid at room temperature, exhibited glycerol-
like viscosity. Because the original form is viscous, we
dissolved it in acetonitrile/water (2:1, vol/vol, 0.1%
TFA) at a concentration of 0.5 M to improve the
minimum volume (1 L) that could be practically
handled. The concentration of 5=-d(TCTTCCCTT) was
constant (10 M), whereas that of 5=-d(CTTTCCTC) was
varied over the range of 25 (2 M to 50 M). The mass
resolving power slightly decreased when ILMs were
used instead of solid matrices, which is consistent with
an observation by Stahl et al. [7]. We simply measured
the signal intensities rather than the integrals (peak
areas), as was suggested for quantitative MALDI work
[27]. Plots of the ratios of peak height for test analyte
and standard versus the amount of analyte loaded on
the sample plate show a good linear correlation. The
resulting calibration curves are linear with correlation
coefficients (R2) of 0.994 to 0.996 (Figure 1). The relative
Figure 1. Calibration curves for the MALDI quantification of
5=-d(CTTTCCTC) using ILMs: 1-MeIm-CHCA (filled diamond)
(m  0.11, b  0.24), Die-CHCA (filled triangle) (m  0.10, b 
0.25), and Py-CHCA (filled square) (m  0.07, b  0.42) (m: slope
of calibration curve, b: intercept of calibration curve). The 5=-
d(TCTTCCCTT) amount was fixed at 10 pmol.standard deviations (RSD) for quantification range from
1 to 6% for 1-MeIm-CHCA, 1 to 8% for Die-CHCA, and
2 to 15% for Py-CHCA.
These results indicate that ILMs offer good repro-
ducibility over a large dynamic range for ODN quanti-
fication. The higher RSDs for Py-CHCA are probably
because its physical state is solid at room temperature
and less homogeneous (we did observe crystals on the
sample spot). This phenomenon agrees with what was
previously reported [4, 6]: many ILMs are solid at room
temperature with visible crystals. Die-CHCA, which is
also solid at room temperature, produced an extremely
thin and flat sample spot in contrast to that produced
with Py-CHCA. The matrix crystals were much smaller
and more uniformly distributed. The homogeneity of
Die-CHCA, as a low-melting-point solid, exceeded that
of highly crystallized solid matrices [4], explaining why
it performed similarly to liquid matrices. Furthermore,
different slopes (0.07–0.11) and intercepts (0.24–0.42)
indicate that different ILMs have a sensitivity that
depends on the nature of the cation constituent (imida-
zole, pyridine rings, and alkyl chains).
Peptides and Proteins
To test the applicability of these matrices to other
classes of biomolecules, we quantified the polypeptide
bradykinin by using various ILMs. Tholey and cowork-
ers [23], in the analysis of single amino acid, required an
isotopically labeled analog of the analyte as the internal
standard to achieve good calibration. Unfortunately,
isotopically labeled standards, although reasonably ap-
plicable to small molecules, are more difficult to obtain
for larger biomolecules. To work within this constraint,
we chose Tyr-bradykinin, which differs from bradyki-
nin by one amino acid, to quantify bradykinin. We
tested the ILMs, triethyl ammonium -cyano-4-hydroxy
cinnamate (Trie-CHCA), tripropyl ammonium -cyano-
Figure 2. Calibration curves for the MALDI quantification of
bradykinin using ILMs: Trie-CHCA (filled diamond) (m  0.15,
b  0.02), Trip-CHCA (filled square) (m  0.14, b  0.04),
Trib-CHCA () (m 0.11, b  0.44), and Diea-CHCA (filled
triangle) (m  0.09, b  0.11) (m: slope of calibration curve; b:
intercept of calibration curve). The Tyr-bradykinin amount was
fixed at 10 pmol.4-hydroxy cinnamate (Trip-CHCA), tributyl ammo-
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diethyl anilinium -cyano-4-hydroxy cinnamate (Diea-
CHCA), which are all liquids and exhibit glycerol-like
viscosity at room temperature. The calibration curves
are linear with correlation coefficients (R2) of 0.992 to
0.998 (Figure 2). The relative standard deviations
(RSDs) for quantification are 2 to 6% for Trie-CHCA, 1
to 6% for Trip-CHCA, 3 to 7% for Trib-CHCA, and 2 to
7% for Diea-CHCA. These results indicate that ILMs
can achieve high reproducibility and sensitivity for
polypeptide quantification without an isotopically la-
beled internal standard.
The use of different ILMs affords different slopes
(0.09–0.15) and intercepts (0.02–0.44), indicating that the
use of various ILMs leads to different sensitivities owing
to changes in the structures of ILMs’ cation components.
However, since all the ILMs we tested give satisfactory
linear relationships and standard deviations for the cali-
bration curves despite differences in cation constituent,
the success of the ILMs does not depend strongly on the
cation choice.
Can one use an internal standard with structures and
molecular weights that are different from those of the
analytes? Others showed that when internal standards
with properties different than those of the analyte are
Figure 3. Calibration curves for the MALDI quantification of
bradykinin (filled diamond) (m  0.10, b  0.12), melittin (filled
square) (m  0.05, b  0.02), and bovine insulin (filled triangle)
(m  0.02, b  0.02) (m: slope of calibration curve; b: intercept of
calibration curve) by using ILM Die-CHCA as MALDI matrix. The
amount of analyte ranged from 1 pmol to 100 pmol. The substance
P amount was fixed at 10 pmol. The inset magnifies the calibration
at low amounts.
Table 1. Average peak-height ratios (analyte:internal standard)





height ratio  SD
0.1 0.17  0.02
0.2 0.30  0.02
0.5 0.49  0.02
1.0 1.2  0.1
2.0 2.1  0.2
5.0 5.1  0.1
10.0 9.9  0.7used, the accuracy and linearity of the calibration suffers
[26, 28]. When the parameters of the system are controlled
(primarily the laser irradiance), however, the internal
standard can differ from the analyte [29]. In the next test of
ILMs, we used the same internal standard, substance P, to
quantify peptides that have considerably different struc-
tures but are similar in their hydrophobicities. The test
peptides are bradykinin, melittin, and bovine insulin, with
molecular weights of approximately 1000, 3000, and 6000
Da, respectively. Their hydrophobicities, however, are
similar (i.e., their Bull and Breese values [30] are 163,
104, and 172 cal/mol, respectively) to each other and
to that of the internal standard (i.e., 130 cal/mol).
Although all of the ILMs allowed the test analytes to
dissolve readily, they varied significantly in their ability to
promote ionization of various analytes [4]. We found that
a subtle difference in the cation component sometimes
leads to significant changes inMS response, but the reason
for this is not clear and should be the subject of further
investigation. We chose ILM Die-CHCA as the matrix for
this application because its use gives the best signal for the
analytes and internal standard. Although its physical state
at room temperature is solid, as previously discussed, it
produces very fine and homogeneous crystals over the
entire sample spot, very much as a liquid would. The
calibration curves that result from its use have good
linearity and reproducibility [i.e., correlation coefficients
(R2) are 0.99] over a concentration range of a factor of 100
(Figure 3). The standard deviations (SDs) for peak-height
ratios are small (Table 1). All the SD values except the first
and last points, which are known to be prone to large
errors because they represent the ratio extremes [27, 28],
have good reproducibility. We did a similar calibration by
using CHCA as the matrix (data not shown), but the plots
are not linear and show saturation at modest concentra-
tion ratios, and give RSD values as high as 50%.
Perhaps of more importance for improving MALDI
quantification, the slopes of the calibration curves in-
versely correlate with peptide molecular weights; the
higher molecular weight for the peptide, the lower the
slope of the calibration curve. The ratio of the calibration-
curve slopes are 5.0: 2.5: 1.0 for bradykinin, melittin, and
insulin, respectively. These ratios correlate well with the
inverse of the analyte’s molecular weight, 5.4: 2.0: 1.0. The
decrease in the slope as the molecular mass increases may
tandard deviations (SDs) from the quantification of bradykinin,
ndard
Melittin/Sub P Bovine insulin/Sub P
Average peak
height ratio  SD
Average peak height
ratio  SD
0.05  0.01 0.020  0.004
0.11  0.01 0.06  0.01
0.17  0.01 0.14  0.01
0.49  0.04 0.24  0.02
1.04  0.02 0.45  0.02
2.4  0.1 1.14  0.05and s
al sta5.0  0.5 2.1  0.2
1837J Am Soc Mass Spectrom 2004, 15, 1833–1837 IONIC-LIQUID MATRICES FOR QUANTITATIVE ANALYSISbe a combination of lower efficiency of desorption and
detection (ion-to-electron conversion), resulting in weaker
signals for analytes of higher molecular mass. Neverthe-
less, the good agreement between ratios of the inverse
molecular masses and slopes of calibration plots suggests
that there is an opportunity to predict a priori the slope of
a calibration plot based on molecular weight when the
hydrophobicity is comparable. We are planning experi-
ments to test more extensively this possibility.
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